
DECLARATION OF CONFORMITY
according to ISO/IEC Guide 22 and EN 45014

Manufacturer’s Name: Hewlett-Packard Co.

Manufacturer’s Address: Microwave Instruments Division
1400 Fountaingrove Parkway
Santa Rosa, CA 95403-1799
USA

declares that the products

Product Name: Power Analyzer

Model Number: HP 8990A, HP 8991A, HP 8992A

Product Options: This declaration covers all options of the 
above products.

conform to the following Product specifications:

Safety: IEC 348:1978/HD 401 S1:1981
CAN/CSA-C22.2 No. 231 (Series M-89)

EMC: CISPR 11:1990/EN 55011:1991  Group 1, Class A
IEC 801-2:1984/EN 50082-1:1992  4 kV CD, 8 kV AD
IEC 801-3:1984/EN 50082-1:1992  3 V/m, 27-500 MHz
IEC 801-4:1988/EN 50082-1:1992  0.5 kV Sig. Lines, 1 kV Power Lines

IEC 555-2:1982 +A1:1985 / EN 60555-2:1987
IEC 555-3:1982 + A1:1990 / EN 60555-3:1987 + A1:1991

Supplementary Information:

The products herewith comply with the requirements of the Low Voltage Directive
73/23/EEC and the EMC Directive 89/336/EEC and carry the CE-marking accordingly.

Safety qualification testing for these products was performed prior to 1 December 1993.

Santa Rosa, California, USA   23 Dec. 1996     
                                                                         John Hiatt/Quality Engineering Manager

European Contact:  Your local Hewlett-Packard Sales and Service Office or Hewlett-Packard GmbH, Department
HQ-TRE, Herrenberger Strasse 130, D-71034 Böblingen, Germany (FAX +49-7031-14-3143)


